Dose distributions of model 6702 I-125 seeds in water.
Dose distributions in water of Model 6702 I-125 seeds have been measured to a distance of 9 cm from the seed center as a function of angle about the seed axis. A silicon diode and electrometer were used in the measurement. Two empirical models have been fitted to the data. The data have also been compared with Monte Carlo calculations.